
Wire Diagram for the Air Sampler Device 

 

 Battery 
19 vdc/ 
5cell 
Lithium 
Bromide 

Wire Rating: 
22Awg  / 9Amp 

sh     2.3Amp 

inal 0.636 - 0.529Amp 

0.1 watts

Battery Charger 
.246 watt

 

    LCD Display

System Controller 

Solid Pins on 
PWB Connector 

Wire Rating: 
18Awg  / 22Amp 
InRush   2.3Amp 
 
Nominal 0.636-0.529Amp

Molex Connector
Rating/ 9A 
1500Volt 

Ribbon Cable 
Rated: 30 V  / 1.23 A 
Nom 5.0 Volts/ 1mA 

Wire Rating: 
18Awg / 22Amp 
InRush 2.3Amp 
Nominal 0.636-0.529Amp 

5.7 w
10.4 V A 

Front Panel Push Buttons Fuse 3.0A
 
 
 
 

Inru
 
Nom
5.25 watts 
17.62Vx0.297A 
 

atts 
x.556


